[Evaluation of the efficiency of rapid tests to detect malaria patients and parasite carriers in Tajikistan].
The sensitivity of a rapid test versus microscopy of blood samples was studied while examining 7983 dwellers from the republic's endemic areas. The results of blood testing in the Pyanj and Shurobod districts showed agreement with those of blood microscopy. However, its sensitivity in two other districts was as high as 1.9%. Only one of 53 positive tests was verified by microscopy examination. The findings suggest that it is impossible to use the examined tests (Access Bio Inc. Care Start Malaria pLDH 2 line test) under the conditions of Tajikistan; all the more they identify malaria without differentiation in its pathogen types.